Results of testing of an angiographic catheter.
A catheter composed of two dissimilar plastics has been found to be virtually indestructible under severe experimental conditions. Compared with four other types of commercially available catheters, it rates well in terms of flow rate, bursting strength, memory, radiodensity, and thrombogenicity.